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Quantum dot thermal imaging has been used to analyse the chromatic dependence of laser-induced
thermal effects inside optofluidic devices with monolithically integrated near-infrared waveguides. We
demonstrate how microchannel optical local heating plays an important role, which cannot be
disregarded within the context of on-chip optical cell manipulation. We also report on the thermal
imaging of locally illuminated microchannels when filled with nano-heating particles such as carbon
nanotubes.
1. Introduction
Temperature is one of the key physical factors governing the
fundamental chemical reactions that occur within a live cell.
Small changes in temperature can affect intra-cellular dynamics
and could also modify the cell’s metabolic activity, making it
unviable.
1,2 This fact underlies the recent advancements achieved
in applying the exceptional optical, thermal and electrical
properties of nanoscale materials for therapeutic, imaging and
diagnostic biomedical applications.
3,4 Surface functionalized
fluorescent semiconductor nanocrystals (Quantum Dots) have
far reaching potential as biological probes due to their
unprecedented photostability and high sensitivity over long time
scales.
4,5 The other rapidly emerging class of biologically
significant nanoscale materials are carbon nanotubes (CNT),
which absorb energy in the ‘‘tissue-transparent’’ near-infrared
(NIR) spectrum and are a promising tool for targeted cell
hyperthermia.
3 Recent advances in ultrafast laser inscription
(ULI) techniques have enabled the creation of optofluidic
microenvironments that can be tailored to mimic in vivo
conditions. A rigorous understanding of the temperature
distribution created in microchannels would also enable the
evaluation of additional forces that may arise due to the presence
of non-negligible thermal gradients such as those leading to
photothermal trapping.
6,7 In this paper, we demonstrate the use
of these nanomaterials as probes for temperature sensing as well
as effectors which act as nano-heaters to understand temperature
distribution in microchannels within optofluidic microenviron-
ments. Quantum dots (QD) are used to accurately determine the
magnitude, spatial distribution and spectral dependence of laser-
induced temperature increments within an optofluidic-integrated
chip. This study elucidates how the light-induced thermal
loading of microchannels is affected by the presence or absence
of absorbing particles (CNT) within the fluid.
The small dimensions of microchannels introduce complica-
tions in the accurate determination of their internal temperature.
The reduced dimensions of the optically pumped volumes make
the use of traditional ‘‘contact’’ methods of temperature
measurement futile.
8 The requirement of ‘‘remote thermal
sensing’’ can be realized by recently emerging optical techniques.
These are based on the incorporation, within the fluid, of
luminescent particles whose luminescence is strongly dependent
on temperature in terms of spectral shape, intensity or lifetime.
9,10
Thus, with the help of confocal microscopy, the detailed analysis
of the fluid spectral features will provide intra-channel thermal
sensing and imaging. Theuseof fluorescent nanoparticles will also
lead to high spatial resolutions significantly improving those
achievable by the use of micro-thermocouples. Previous works
have reported high-resolution thermal images of fluids using
organic compounds such as rhodamine and its derivatives, based
on the large temperature-induced variations of their fluorescence
intensity and lifetime. The fluorescent compounds were incorpo-
rated into the fluid either in the formof a colloidal suspension
11 or
by encapsulating within a micro-droplet.
12 These approaches
provide 1–2 uC thermal resolution with micron-scale spatial
resolution and are capable of thermal imaging in microfluidic
environments involving optical traps.
13–15 Despite these excellent
results, the use of organic compounds has several drawbacks such
asphoto-deteriorationandlow molarabsorptioncoefficient. Both
could, in principle, be overcome by the use of CdTe semiconduc-
tor quantum dots (CdTe-QDs).
16 Their characteristic fluorescence
band that is tunable by QD size,
17 has also very recently been
shown to possess an outstanding thermal sensitivity.
18 In
particular, for the brightest CdTe-QDs of around 3.8 nm in
diameter, the thermal-induced spectral shift is close to
0.35 nm uC
21, allowing for temperature resolutions well below
0.5 uC, beating those achieved by other QDs such as CdSe-QDs.
19
In respect to the previously used organic compounds, CdTe-QDs
show superior photo-stability, larger molar absorption coefficients,
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View Article Online / Journal Homepage / Table of Contents for this issuebetter thermalstability and improved fluorescencequantum yield in
the NIR.
16 In addition, CdTe-QDs show a larger two-photon
absorption cross-section in such a way that thermal sensing could
be achieved under optical excitation within the so-called ‘‘biological
window’’ (700 nm–900 nm).
20–24 This, indeed, ensures large
penetration depths within the microchannel while minimising the
possible presence of auto-fluorescence of the fluid and the thermal
loading induced during the thermal imaging procedure. Regardless
of these expected benefits, CdTe-QD based fluorescent thermo-
metry has not yet been applied to the study of laser-excited
optofluidics.
In this work, we have incorporated CdTe-QDs within an
optofluidic device consisting of a microchannel locally illumi-
nated by an adjacent buried waveguide. The laser-induced local
heating of the fluid within the microchannel has been determined
from the analysis of the spectral position of the CdTe-QDs
fluorescence band. To begin with, the validity of CdTe-QDs
nano-thermometers was checked by measuring the multi-
wavelength laser-induced thermal loading of a water-filled
microchannel. Results were compared to those predicted by
simple theoretical models for laser-induced heating in optical
traps.
25 Subsequently, QD based fluorescence thermometry was
applied to determine how laser-induced optofluidic thermal
loading is affected by the presence of absorbing particles such as
CNTs within the fluid. By analysing the experimental data
within the frame of simple theoretical models, we were able to
estimate the fraction of the absorption coefficient of CNTs that
can be attributed to heat generation. Furthermore, scanning
confocal fluorescence imaging was then used to provide the first
(to best of our knowledge) two dimensional thermal image of a
laser-excited optofluidic device containing absorbing nanoparti-
cles, which are essentially very advanced nano-heaters.
2. Materials and methods
2.1 Optofluidic device
The monolithic device with a microchannel and an optical
waveguide was fabricated using the process of ULI followed by
selective chemical etching. This technique involves the focusing
of femtosecond laser pulses in bulk transparent materials which,
depending upon the pulse energy regime, leads to local
modification of the material’s refractive index as well as
enhanced chemical etching selectivity. This allows the simulta-
neous fabrication of optical waveguides and microchannels with
3D design freedom
26 leading to the fabrication of micro cell-
stretchers,
27 sorters
28 and optofluidic sensors.
29 Inscription of
the device was performed using 460 fs pulses at 1047 nm from a
variable repetition rate, commercial Yb-doped master oscillator
power amplifier (IMRA America FCPA m Jewel), with the
repetition rate set at 500 kHz. The pulses were focused using a
0.4 NA (620) aspheric lens inside a fused silica substrate
(Corning 7980, UVFS) that was translated through the laser
focus using high precision Aerotech A3200 multi-axis air-bearing
stages. As illustrated in Fig. 1a, the device consists of an optical
waveguide designed perpendicular to a 5 mm long embedded
microchannel with a cross-section of 100 mm 6 100 mm that is
interfaced with cylindrical inlet and outlet ports, each with an
outer diameter of 1 mm. The waveguide was inscribed using the
multiscan technique,
30 with each laser scan offset by 0.4 mm,
constructing a geometrical cross-section of 8 mm 6 8 mm. The
fluidic components were inscribed using 650 nJ linearly polarized
pulses and a translation speed of 4 mm s
21, while the waveguide
was inscribed using 290 nJ circularly polarized pulses at 2 mm
s
21. The inscribed device was subsequently etched for 5 h using
hydrofluoric acid at 5% dilution in deionised water. Post etch,
the waveguide was polished back to reveal the facet, which was
then bonded to a single-channel fibre array (Opteron Co.) using
UV curable epoxy (Norland NOA-61) to form a robust, re-
usable device. Fig. 1b shows the bright-field optical transmission
micrograph of the etched microchannel and optical waveguide
that form the device. Fig. 1c shows the side-view of the
microchannel with the buried waveguide when light from a
633 nm laser was coupled to it while aligning the fibre-array.
2.2 Confocal fluorescence thermal imaging
For the purpose of thermal imaging and sensing, the optofluidic
device was filled with an aqueous solution of CdTe-QDs at a
concentration of 0.3% by mass. Once filled, the microchannel
was blocked at both ends so there was no flow in the
microchannel containing the QD solution. The CdTe-QDs,
provided by Plasmachem Inc., were 3.8 nm in diameter and had
been surface functionalised using thiocarboxylic acid in such a
way that the sulphur binds to Cd in CdTe and –COOH groups
are formed surrounding the QDs. As already mentioned,
Fig. 1 a) Schematic representation of the thermometry device showing
the microchannel and optical waveguide arrangement. b) Top view optical
transmission image of the ultrafast laser inscribed device. The 100 mmw i d e
channel as well as the buried waveguide are indicated. Marked point (A)
corresponds to the intra-channel location where maximum laser-induced
heating was observed and where ‘‘single-point’’ thermal measurements
were performed. c) Side view of the ultrafast laser inscribed device when a
633nmlaserwas coupledintotheburiedwaveguide. Focalplanewassetto
be the channel wall nearest to the waveguide.
This journal is  The Royal Society of Chemistry 2012 Lab Chip, 2012, 12, 2414–2420 | 2415
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View Article OnlineCdTe-QDs have recently been proposed as very sensitive
fluorescent nano-thermometers based on their characteristic
temperature-induced spectral shift so that thermal reading is
achieved from the accurate determination of the fluorescence
peak position.
18 Thermal sensitivity as well as brightness
depends on the dot size. The dot size used in this work
(3.8 nm) was chosen since it provides a good compromise
between these two characteristics.
19,31 For thermal sensing
and imaging we used a custom-built confocal fluorescence
microscope, which is schematically drawn in Fig. 2a. The
optofluidic device was placed on a 10 nm resolution XY
motorized stage (PI Hera). A 488 nm beam provided by a CW
Argon laser was focused into the microchannel by using a
506 long working distance microscope objective with a
numerical aperture of 0.55. The CdTe-QD fluorescence
generated from the 488 nm focal point was collected by the
same microscope objective and, after passing through appro-
priate filters and confocal apertures, was analysed spectro-
s c o p i c a l l yb yaC C Da t t a c h e dt oah i g h - r e s o l u t i o n
spectrometer. Integration time for spectrum acquisition was,
in all cases, 1 s. The axial and lateral resolutions of our
confocal fluorescence system have been estimated to be 3.6 mm
and 0.6 mm, respectively. Fig. 2b shows a typical CdTe-QD
emission spectrum obtained in our confocal microscope when
the 488 nm beam was focused inside the microchannel. In this
figure, we indicate the location of the emission peak as well as
the relation between its spectral position and the QD
temperature increment with respect to room temperature
(25 uC).
18 Finally, the local heating produced by the presence
of absorbing nano-centres in the solution has been evaluated
by incorporating, into the aqueous solution of CdTe-QDs,
single-wall carbon nanotubes provided by Sigma Aldrich Ltd.
with a concentration of 0.1% by mass.
During thermal imaging, laser-induced thermal gradients were
generated by coupling into the buried waveguide either a 980 nm
or 1090 nm laser radiation provided by a diode laser or a Yb-
doped glass fibre laser, respectively. In both cases, the maximum
power launched into the optofluidic device was close to 600 mW.
Pump power was, in both cases, controlled through the laser
drive current.
3. Results and discussion
3.1 Influence of pump wavelength on the optofluidic thermal
loading
One of the most promising applications of optofluidic devices is
the achievement of intra-channel optical trapping. Due to the
non-vanishing absorption coefficients of water in the NIR,
optical trapping in an aqueous environment is accompanied by
laser-induced local heating.
32,33 A theoretical prediction, assum-
ing a cylindrical geometry for heat generation and dissipation,
predicts that the laser-induced temperature increment at focus,
DT, in a liquid can be written as:
25
DT =( Pin?aabs/2pK)?ln (D/w) (1)
where Pin is the laser power reaching the liquid, aabs is the
absorption coefficient of the liquid at the laser wavelength, K is
the thermal conductivity of the liquid, D is the shortest
dimension of the micro-chamber containing the liquid along
the light path, and w is the laser beam waist. The absorption
coefficient (aext) is given by aext = asct + aabs, where asct is the
scattering coefficient. For the case of distilled water, where light
scattering can be neglected, we can assume aext = asct + aabs #
aabs. The absorption coefficient of distilled water is shown in
Fig. 3 (a). It is evident that the use of trapping wavelengths
above 800 nm will be accompanied by some local heating and
this has been widely reported in the literature.
11,32–35 In this
section, we will take advantage of this effect to explore the ability
of QD based thermometry for the determination of laser-induced
local heating effects in optofluidics.
The launched laser light travels through a length of optical
fibre, the single-channel fibre array and finally the buried ULI
waveguide before reaching the microchannel. Due to coupling
mismatch between the single-channel fibre array and the
waveguide, the net laser power reaching the microchannel
(Pin) could differ by a large extent from the initial laser power
launched into the system (Plaser). In order to determine the
actual ratio between Pin and Plaser we first measured the
1090 nm laser-induced heating rate with respect to Plaser.W e
obtained a heating rate of DT/DPlaser (1090 nm) = 3.1 uCW
21.
This value can be compared to the 1090 nm laser-induced
heating rate (with respect to Pin) predicted by eqn (1) and
experimentally corroborated by Ebert et al.:
11 DT/DPin
(1090 nm) # 12 uCW
21. Comparing both magnitudes, we
can extract the ratio Pin/Plaser # 0.25. Once this ratio is known
Fig. 2 a) Schematic diagram of the confocal microscope used for
fluorescence thermal sensing and imaging in the optofluidic device. b)
Typical intra-channel CdTe-QD emission spectrum obtained in our
experimental set-up. The location of the peak wavelength and its relation
with temperature change (with respect to 25 uC) is indicated.
2416 | Lab Chip, 2012, 12, 2414–2420 This journal is  The Royal Society of Chemistry 2012
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View Article Onlineit is possible to analyse heating rates with respect to the laser
power reaching the microchannel.
In order to check the efficacy of the QD based thermometry as
well as the validity of the laser power calibration procedure, we
have investigated the laser-induced local heating produced
when the microchannel is optically excited at 980 mm. At this
wavelength, as can be observed in Fig. 3 (a), the water
absorption coefficient peak reaches 0.5 cm
21, more than twice
the absorption coefficient at 1090 nm. Therefore, a larger local
heating is expected under 980 nm excitation. Fig. 3(b) shows the
microchannel temperature measured at the closest point to the
waveguide indicated by point A in Fig. 1b. It is evident that
the microchannel temperature increases linearly with the laser
power, in agreement with eqn (1).
25 From the data included in
Fig. 3(b) we have estimated a heating rate of DT/DPin at 980 nm
# 55 uCW
21. This value can be compared to the one
theoretically calculated by using eqn (1) that yields DT/DPin
(980 nm) = 45 uCW
21,
25 therefore there is a reasonable
agreement between experimental data and theoretical predic-
tions. The laser-induced heating rate at 980 nm obtained here
can also be compared, within a first order approximation, to that
previously reported by Mao et al. in an optical tweezers system.
25
They found a 980 nm laser-induced heating rate of 56 uCW
21
that is, indeed, in excellent agreement with our experimental
results.
The results described in this section clearly confirm CdTe-QD
thermometry as a valid approach for fluorescence thermal
imaging of optofluidic devices. This fact suggests its use for
thermal imaging of laser-excited optofluidics containing absorb-
ing centres, as demonstrated in Section 3.2.
3.2 Thermal loading of an optofluidic device containing absorbing
nanoparticles
Although laser-induced heating is usually regarded as an
undesirable effect, in many applications laser-induced heating
is a desirable effect that should be maximised. This is the case, as
indicated earlier, of light-induced cell hyperthermia. In this case,
controlled heating of a trapped cell is required for targeted cell
death or for the study of the thermal dependence of cell
properties such as elasticity, growth and division rates and
membrane stability.
One approach to achieve this controlled cellular hyperthermia
consists of the inclusion of heat-absorbing nanoparticles in the
fluid containing the cells. CNTs are known to induce relevant
heating when optically illuminated in the infrared, therefore
acting as nano-heaters.
35–38 Nevertheless, to the best of our
knowledge, the magnitude and spatial distribution of the laser-
induced temperature variations induced by CNTs in an
optofluidic device is still unknown. For that purpose, an aqueous
solution of both CdTe-QDs and CNTs (0.3 and 0.1% by mass,
respectively) was injected into our optofluidic device. The
absorption spectrum of the CdTe-QDs and CNT solution is
shown in Fig. 4a. The absorption spectrum of an aqueous
solution of CdTe-QDs (0.3% by mass) is also included for the
sake of comparison. As can be observed, the presence of CNTs
increases the optical absorption of the solution, in agreement
with previous works on CNTs, reporting a broad absorption
band extending from the visible to the infrared.
36–38 In
particular, the presence of CNTs increases the absorption
coefficient at 1090 nm from 0.21 up to 5.3 cm
21 i.e. almost by
Fig. 3 a) Room temperature absorption spectrum of distilled water in
the 800–1200 nm range. Arrows indicate the absorption coefficients for
the two laser wavelengths used in this work (980 and 1090 nm). b) Local
temperature as measured at point A within the microchannel (see Fig. 1
(b)) as a function of 980 nm laser power reaching the microchannel.
Fig. 4 a) Room temperature absorption spectrum of an aqueous
solution containing CdTe-QDs in the presence and absence of CNTs in
distilled water. b) Local temperature at point A (see Fig. 1(b)) as a
function of 1090 nm laser delivered power when the microchannel was
filled with a solution containing CNTs. Data obtained for the same
solution in the absence of CNTs is also included for the sake of
comparison.
This journal is  The Royal Society of Chemistry 2012 Lab Chip, 2012, 12, 2414–2420 | 2417
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View Article Onlinea factor of 20. This increment is attributed to the non-vanishing
absorption of CNTs in this spectral range as well as to the light
scattering induced by CNTs. Thus, the 1090 nm laser-induced
thermal loading of the optofluidic device is expected to be
significantly enhanced due to the presence of CNTs. This is,
indeed, what we have observed. Fig. 4b shows the microchannel
temperature measured at the closest point to the waveguide
indicated by point A in Fig. 1b, in the presence and absence of
CNTs. In both cases a linear relation has been obtained, as
predicted by eqn (1). In the presence of CNTs the heating rate
has been found to be as large as DT/DPlaser (1090 nm, CNT) =
160 uCW
21, i.e. more than 10 times the heating rate found in
pure water (without CNTs). From the experimentally deter-
mined heating rate and taking advantage of eqn (1) it is possible
to estimate the absorption coefficient of CNTs at 1090 nm. We
have obtained aabs (1090 nm, CNT) # 2.4 cm
21. When
compared to the absorption coefficient at this wavelength
(aext.(1090 nm, CNT) # 5.8 cm
21) this reveals a noticeable
scattering contribution to the absorption coefficient of CNT at
this wavelength. Indeed, scattering accounts for more than 50%
of the optical absorption of CNTs at 1090 nm. Appreciable
relative scattering contributions to the absorption coefficient
have been also observed for other heating nanoparticles such as
gold nano-rods of large aspect ratios.
39 Thus, from data included
in Fig. 4b it is evident that CNTs could induce intra-channel
temperatures well in excess of those required for targeted cell
hyperthermia (above 45 uC), even by using moderate 1090 nm
laser powers of 150 mW.
As mentioned before, for practical applications it is vital to
know the maximum induced thermal heating of the optofluidic
device as well as its spatial distribution. This requires the
acquisition of thermal images of the microchannel in the
presence of the laser radiation. Such thermal imaging is also
possible with the aforementioned QD based thermometry. For
that purpose we scanned the optofluidic device by varying the
488 nm focus spot within the microchannel. For each point, the
spectral position of CdTe-QDs emission peak was determined so
that a fluorescence image of the microchannel was obtained in
terms of emission shift. The fluorescence image was then
translated into temperature units by taking into account the
temperature coefficient of the CdTe-QDs fluorescence band
(0.35 nm uC
21, in our case). This enabled us to obtain thermal
images as shown in Fig. 5a, showing the spatial temperature
variation induced in the microchannel filled with the CdTe-QD
and CNT solution, when 38 mW of 1090 nm radiation was
launched into the microchannel. Fig. 5a reveals how the
temperature reaches a maximum where the intra-channel photon
density peaks along the propagation path of the laser radiation
delivered by the waveguide. From this thermal image it is
possible to estimate the heat-affected zone. Fig. 5b shows the
microchannel temperature profile obtained along the dashed line
indicated in the thermal image of Fig. 5a. This profile shows that
although the 1090 nm laser beam is expected to be well localized
within the microchannel, the temperature variation extends over
tens of microns, due to the presence of heat diffusion processes.
In addition to the determination of the heat-affected zone, the
temperature profile included in Fig. 5 also reflects the thermal
and spatial resolution achieved using this on-chip thermometry
method. It is important to note that temperature oscillations
attributed to noise i.e. thermal uncertainty is well below 0.2 uC,
constituting an outstanding thermal sensitivity.
The outstanding sensitivity of CdTe-QDs can be used to
monitor weak variations of temperature along the microchannel,
such as those produced along the beam propagation path. The
absorption coefficient of the CNT solution at 1090 nm is
5.8 cm
21 (see Fig. 4a). In accordance with the Beer–Lambert
law, this should result in the reduction of about 5% in the beam
intensity along its path across the 100 mm wide microchannel.
This in turn, would lead to a small (# 5%) reduction in the on-
axis temperature. Fig. 6 shows the variation of temperature
Fig. 5 a) Thermal image of a microchannel filled with an aqueous
solution of CdTe-QDs and CNTs when optically excited at 1090 nm. The
laser power reaching the microchannel was 38 mW. b) Thermal profile
obtained along the horizontal scan-path indicated by the dashed line in
part a.
Fig. 6 Temperature variation along the 1090 nm laser beam path as
obtained from Fig. 5a. Dots are experimental data and the solid line is a
guide for the eyes. Positions x = 0 and 100 mm correspond to the input
and output faces of the microchannel along the beam path, respectively
for a 1090 nm laser power of 38 mW.
2418 | Lab Chip, 2012, 12, 2414–2420 This journal is  The Royal Society of Chemistry 2012
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View Article Onlinealong the laser beam path within the microchannel obtained
from the thermal image of Fig. 5a. The position x = 0 refers to
the input face of the microchannel whereas the position x =
100 mm corresponds to the output face. As expected, the
temperature decreases monotonously along the beam path. The
total temperature reduction across the microchannel is close to
4%, in good agreement with the estimation made on the basis of
the Beer–Lambert law.
4. Conclusion
QD thermometry has been applied to obtain high-resolution
spatio-thermal images of the phenomenon of increased thermal
loading within an optofluidic device due to the presence of
absorbing nanoparticles such as carbon nanotubes. This work
incorporates the powerful techniques of ultrafast laser inscrip-
tion and semiconductor quantum dot thermometry allowing the
creation of a non-intrusive temperature sensor platform for
laser-excited, optofluidic microenvironments.
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